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Invitation for: 

 
SUPPLY /INSTALLATION OF  

LABORATORYEQUIPMENTS / INSTRUMENTS FOR 
MANURE PROCESSING CENTRE, BERO, RANCHI ON 
BEHALF OF JHARKHAND STATE CO-OP MILK PROD. 

FED. LTD., RANCHI. 
 
 
 

IFB Ref: LCB: No. JMF-PE-Lab Instrument/Equip-MPC (Bero)/2022-23/053. 
Date: 09 Feb 2023 

[Single Stage - Two Bid System] 
 

 
Last date for Submission of Bid /Offer:  By 03 Mar 2023 till 04:30 PM 

 
 

For any queries, please contact: 
Email: purchase@jmf.coop 

Phone: 7544003404 / 7544003412 
 
 
 

Name of Bidder: _____________________________________ 

Address: _____________________________________________ 

 ____________________________________________________ 

Tel./ Mob. No: ________________________________________ 

Email ________________________________________________ 

‘The Bidder is requested to sign & stampon each page of this document and submit in 
‘Sealed Envelope in the manner prescribed in Clause 5.0 

 
 
 

H.O./ Regd. Off Address:  
Nr. F.T.C. Campus, Sec-II, H.E.C., Dhurwa, Ranchi (Jharkhand) – 834004 

Ph.: +91-(0651) 2543062, Website: www.jmf.coop 
GSTIN: 20AADAT8604K1ZJ 

 
All rights reserved. This document is confidential and proprietary of The Jharkhand State Co-operative Milk Producers’ Federation Ltd 
(JMF) and no part of this document should be reproduced, published in any form by any means, electronic or mechanical including 
photocopy or any information storage or retrieval system nor should the details be disclosed to third parties without the written 
authorization of JMF  
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TENDER/BID INVITATION DETAIL 
The Jharkhand State Cooperative Milk Producers’ Federation Ltd. (JMF), registered under Jharkhand Co-
operative Societies Act, 1935 is engaged in milk procurement, processing and marketing activities of item 
milk and milk products in the state of Jharkhand and is popularly known for its brand ‘Medha’. Under an 
MoU, the Federation is being run & managed by the National Dairy Development Board (NDDB).  

1. We, the Jharkhand State Cooperative Milk Producers’ Federation Limited, Ranchi (JMF), hereby invites 
quotation from manufacturers/ authorized dealers/ suppliers for supply and installation of following 
equipments / Instruments as per Technical Specification provided. 

Sl No. Item Description Unit Qty  Remarks 

1 
Hot Air Oven  
Preferred Make: Cole Palmer, Thermofisher, Optima, Kumar 

No 01 
Detail Technical 

Specifications is 

enclosed as 

ANNEX-I 

 
(Note: Technical 
Details/Product 
Brochure 
/Specification of the 
quoted/offered 
items should be 
submitted in 
‘Technical Bid 
Envelope’) 

 

The price/ rates 

to be quoted 

&submitted in 

the Financial Bid 

Format Only 

enclosed as 

Annex-IV. 

 

 

2 
Hot Plate  
Preferred Make: Remi, Tarson, Cole Palmer, IKA, 

No 01 

3 
Flame Photometer 
Preferred Make: Systronic, Electronic India, Cole Palmer, Analab, 
BSR technologies, 

No 01 

4 
UV VIS Spectrophotometer 
PreferredMake: Systronic , Perkin Elmer, Agilent, Shimadzu, 
Thermofisher, Labtronics, Labman 

No 01 

5 
Electronic Weighing Scale 
Preferred Make: Mettler Toledo, Sartorious 

No 01 

6 
Muffle Furnace 
Preferred Make: Kumar Sales, Tempo, Toshiba, Cole Palmer 

No 01 

7 
Analytical Weighing Scale 
Preferred Make: Mettler Toledo, Sartorious 

No 01 

8 
2.5 Ltr/Hour Capacity Water Distillation Unit  
Preferred Make: Borosil, Durasil, JSGW, Glassco)  

No 01 

9 
Water Softner 
Preferred Make: Aquarious, Kent)  

No 01 

10 
pH meter  
Preferred Make: Metrohm/ Hach/ Metler Toledo/ Thermofisher 

No 01 

10 
EC Meter (Digital Conductivity Meter) 
Preferred Make: Metrohm/ Hanna/ Metler Toledo/ Thermo Fisher 

No 01 

11 
Hot Plate with Magnetic Stirrer 
Preferred Make: IKA/ Cole Palmer/ Tarson/ Remi/ Borosil/ JSGW 

No 01 

12 
Rotary shaker or Orbital shaker 
Preferred Make: Remi, Orbital 

No 01 

This is a two-envelope bid system.  

The bidder is requested to submit their technical credentials as per eligibility criteria, including product 
catalogues/manuals/specification and Commercial Terms & Conditions and Price Bid at the same time in 
two separate envelopes, and both envelops to be put in a third envelop.  
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The Technical bids will be opened on the bid opening date/time as mentioned in the bidding document. 
After evaluation of technical bids, the price bid of responsive bidders will be opened under intimation to 
technically qualified bidders, who may also attend the price bid opening, if they so desirein the office at 
Hotwar Dairy Plant of Jharkhand State Cooperative Milk Producers’ Federation Limited, Ranchi. 

Downloading of the Tender/ Bid Document. 

i. The tender /bidding document is available at our website www.jmf.coop which can be 
downloaded and sent by post/ courier or submitted by hand at our office by time as specified in 
tender notice.  

ii. If any change/additions/ deletions/alterations are found to be made by them in the tender and 
the same is subsequently noticed at any stage, even after award of the contract, the bidders are 
liable for all consequences thereof and JMF shall be free to take suitable action as deemed 
necessary. 

All the bids will be acceptable only in ‘Sealed Envelope’. The offers received through other E-mail will 
not be considered. 

Bids received late shall be rejected. For bids submitted by post or Courier, it is bidder’s responsibility that 
bid reaches our office on or before the scheduled time and date.In case tender opening date is declared a 
Holiday, bids shall be opened on next working day at the same time specified in tender. 

Filled in tender document duly signed & stamped in all pages of tender document should reach us 
on or before the due date 03 March 2023 till 04.30 PM in ‘Sealed Envelope at the below address: 

Medha Dairy Plant 
(A Unit of Jharkhand State Cooperative Milk Producers’ Federation Ltd.) 
Beside Birsa Munda Central Jail, 
Khelgaon, Hotwar,  
Ranchi- 834012 

 

 

Managing Director 
The Jharkhand State Co-Op. Milk 

Producers’ Fed. Ltd. 
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2. Tender/ Bidding Schedule: 

Tender Start Date       : 09 Feb 2023 

Tender /Bid submission End Date & Time    : 03 March 2023 till 04.30 PM 

Date and time of opening of Part I Bid(Technical Envelope) : 03 March 2023 at 05:00 PM  

Date and time of opening of Part II (Price Bid)   : Shall be notified to qualified bidders after 
evaluation of Technical Bid. 

3. Bid Security /Bid Document Fee: 

 Earnest Money Deposit (Bid Security) : Rs. 10,000/- (Refundable) (INR Ten Thousand Only) 

 Bid /Tender Document Fee  : Rs. 1,000/-(Non-Refundable) (INR One Thousand Only) 

The Bidder shall bear all costs associated with the preparation and submission of its bid, and The Jharkhand 
State Coop Milk Producers’ Federation Ltd. (JMF) will in no case be responsible or liable for those costs, 
regardless of the conduct or outcome of the bidding process. 

Interested eligible bidders may obtain further information from Purchase Department, of The Jharkhand 
State Coop Milk Producers’ Federation Ltd, Beside Birsa Munda Central, Jail, Hotwar, Ranchi-834012, Ph. 
no.: +91-(0651) 2270046, Email – purchase@jmf.coop 

4.0 ELIGIBILITY CRITERIA: 

The bidders must meet the following minimum qualifying criteria:  

4.1 That, bidder must be a Manufacturer or Authorized Supplier/ Dealer. (In case of authorized dealer/ 
distributor/supplier, Authorization Certificate should be submitted along with technical bid) 

4.2 That, bidder in the same name & style, should be in business at least for three years at the time of 
bid opening. In case of change of name of the bidder by merger /acquisitions/change in status, the 
bidder may be eligible based on the documentary evidence.  

4.3 That, bidder should have valid registration under various act that may be applicable for the 
supply/contract proposed. This shall include but not limited to Income tax, Companies Act, Goods 
& Service Tax (GST), Welfare Cess Act apart from any other applicable tax-imposed time to time by 
State/Central Govt. and Employee State Insurance, Contract Labour, Provident Fund etc. 

4.4 That, bidder’s financial turn-over in the same name & style during each of the last three financial 
years (FY 2019-20, FY 2020-21, FY 2021-22) should not less than Rs. 3.50 Lakh. 

4.5 The bidder should submit copies of copy of the Income Tax Returns for three previous years for 
income tax purpose. 

4.6 Other Documents/ Documentary evidence should be submitted: 

4.6.1 Copy of TDS certificate issued by the client to substantiate the claim for the value of works 
executed in the private sector  

4.6.2 Copy of form 26AS for the last three financial years. 
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5.0 BID/ OFFER SUBMISSION DETAIL:   

BIDS to be submitted in single stage two cover system i.e., Pre-Qualification/Technical Bid 
(Technical Envelope) and Financial Bid (Commercial Envelope) as detailed below: 

Envelope 1: Technical Bid (Part-1) : The bidder should submit the relevant documents related to 
eligibility criteria, technical details for the item/ equipment/ machinery as required in the tender and 
shall be put under one envelope (Envelope -I) mentioning “TECHNICAL BID FOR SUPPLY OF 
LABORATORY EQUIPMENTS / INSTRUMENTS FOR MANURE PROCESSING CENTRE, 
BERO, RANCHI”.  

Envelope 2: Commercial Bid (Part-2): The bidders should quote the prices in Indian Rupees in “Price 
Bid Format” enclosed as Annex-IIIand shall be put under one envelope (Envelope-II) mentioning 
“PRICE BID FOR SUPPLY OF LABORATORY EQUIPMENTS / INSTRUMENTS FOR 
MANURE PROCESSING CENTRE, BERO, RANCHI”. 

Both envelopes (Envelope-I & II) to be put under one Main Envelope super scribing clearly-“OFFER FOR 
SUPPLY AND INSTALLATION OF LABORATORY EQUIPMENT / INSTRUMENT FOR 
MANURE PROCESSING CENTRE, BERO, RANCHI” and should be submitted at the address 
mentioned in tender document 

Under this process, the Eligibility and qualification of the bidder will be first examined based on the detail 
submitted under first cover (Technical Bid) with respect to eligibility criteria and specifications prescribed 
in this tender document. The Price Bid under the second cover shall be opened for only those bidders whose 
technical Applications are responsive to eligibility and qualifications requirements as per Tender document.  

6.0 VALIDITY OF BIDS/ OFFERS: 

The Bids /Offers shall remain valid for 120 days from the date of bid opening prescribed by the 
JMF. A bid valid for a shorter period shall be rejected by JMF as non-responsive 

7.0 EARNEST MONEY DEPOSIT/ TENDER FEE:  

1.1 Earnest Money Deposit: All bids must be accompanied by EMD as Bid Security and Tender Document 
Fee (if any) and the same should be submitted in the form of Demand Draft or through NEFT/RTGS 
as per below:  

1.1.1 In case of EMD/Tender Fee submitted in the form of DD:  

EMD /Tender Fee should be submitted in Technical Bid Envelope in the form of Demand Draft 
[in original] issued by Nationalized Bank/Scheduled Bank/Foreign Bank having branches in 
India in favor of “The Jharkhand State Co-Op. Milk Producers’ Federation Ltd”, payable at 
Ranchi  

1.1.2 In case of EMD/ Tender Fee submitted through NEFT/RTGS, it should be deposited* to the 
following Bank Account.  

1. Beneficiary Name The Jharkhand State Co-op. Milk Producers’ Federation Ltd 

2. Beneficiary Bank & Branch Axis Bank Ltd., Ashok Nagar Branch 
3. Account Number to be credited 914020036149007 
4. RTGS/IFSC Code UTIB0000837 

*The payment should be made on or before 12:00 PM on the date of submission of bid. 
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For EMD /Tender Fee payment, the bidder is requested to send the communication about EMD /Tender Fee 
payment made by 12:30 PM on /before the date of submission of bids in following format through e-mail 
to: purchase@jmf.coop 

With tender reference _____________________________________________________ as subject line. 

The bidder is also required to submit/upload the successful transaction details along with technical bid as 
given below: 

Name of the 
bidder 

EMD Amount 
Paid in Rs. 

Tender /Bid 
Ref. No. 

DD No. with Bank 
Details/UTR No. 

Transection date & time in case 
of NEFT/RTGS payment 

     

For EMD refund through NEFT/RTGS, bank details in following format should be submitted: 

1. Beneficiary Name :  

2. Beneficiary Bank & Branch :  

3. A/c No. to be credited :  

4. Type of A/c to be credited  :  

5. RTGS/IFSC Code :  

1.2 The Bid is liable to be rejected in case EMD/Tender Fee at prescribed rate is not furnished along 
with the tender/ bid. 

1.3 The EMD may be forfeited: 
a) If a bidder withdraws or modifies its bid during the period of bid validity  

OR 
If the bidder withdraws its tender before the finalization of tendering process/contract. 

b) In the case of the successful bidder, if the bidder fails to sign the Contract (i.e., return the signed 
copy of duplicate Purchase order, and furnish Performance Security, if asked for)  

1.4 Unsuccessful bidder’s bid security will be discharged/returned as promptly as possible but not later 
than 30 days after the expiration of the period of the bid validity of 120 days from the date of bid 
opening.  

1.5 The EMD of successful bidder shall be released after acceptance of the contract and submission of 
performance security. In case of conversion of EMD into security deposit , the same shall be 
returned after completion of contractual obligations.  

1.6 No interest shall be paid on EMD for the period during which the deposit lies with The Jharkhand 
State Co-Op. Milk Producers’ Federation Ltd. 

8.0 OPENING OF BIDS:  

8.1 Technical bids of the bidders whose bids have reached the office of JMF on time as mentioned in 
the IFB and shall be opened in the presence of bidder on the date and time specified in the tender 
document. 

8.2 Bidders may be present at the time of opening of the bids. 

8.3 Commercial bids will be opened only those bidders whose Technical Bid (Part-I-) is found to be 
acceptable by JMF. Such eligible bidders will be intimated the date of opening of Commercial Bid 
(Part II) separately. 
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9.0 EVALUATION OF BIDS:  

9.1.1 Preliminary Evaluation 
JMF will examine the technical bids to determine whether they are complete, whether required EMD and 
supporting documents have been furnished, and whether the bids are generally in order. 
Where the bidder has quoted and the bid security furnished is inadequate, the bid will be treated as non-
responsive. 
JMF will also examine whether the bid is complete. If the prices of certain item are found as “0 (Zero)” it 
will be presumed the bidders have included the cost of such items against some other items of the price bid. 
The bidder shall furnish the details of such inclusions separately along with their Technical Bid (Part I). 
Prior to the detailed evaluation, JMF will determine the substantial responsiveness to the bidding document. 
A substantially responsive bid is one, which conforms to all the terms and conditions of the Bidding 
Document without material deviations. A material deviation is one which affects in any substantial way the 
functionality, scope, quality or performance of the deliveries or which limits in any substantial way 
inconsistent with the bidding documents, JMF’s rights or the bidder’s obligations under the contract and 
the rectifications of which deviations would affect unfairly the competitive position of other bidders 
presenting substantially responsive bids. JMF’s determination of a bid’s responsiveness is to be based on the 
contents of the bid itself without recourse to extrinsic evidence. 
No post-bid clarification at the initiative of the bidder shall be entertained. For evaluation and comparison 
of bids, the purchaser may, at its discretion, ask the bidder for clarification on the bid. The shortfall 
information / documents shall be sought only in case of historical documents which pre-existed at the time 
of tender opening and which have not under gone change since then. 
 So far as the submission of the documents is concerned with regard to qualification criteria, after submission 
of the tender, only related shortfall documents shall be asked for and considered. For example, if the bidder 
has submitted a supply order without its completion / performance certificate, the certificate can be asked 
for and considered. However, no new supply order shall be asked for and considered so as to qualify the 
bidder. 
In case the required clarifications are not received by the Purchaser in time, the Technical bid may be 
treated as incomplete and non- responsive. 
A bid determined as not substantially responsive will be rejected by JMF and will not subsequently be made 
responsive by the Bidder by correction of the non-conformity. 
JMF may waive any minor informality or non-conformity or irregularity in a bid which does not constitute 
a material deviation, provided such waiver does not prejudice or affect the relative ranking of the Bidder. 

9.1.2 Evaluation and Comparison of Bids:  

The Evaluation and comparison of bid will be done on the basis of item-wise quoted basic price (inclusive 
of applicable GST). 

10.0 Any attempt by a Bidder to influence the Procuring Entity “The Jharkhand State Cooperative Milk 
Producers’ Federation Ltd. (JMF)”, in the examination, evaluation, comparison, and post 
qualification of the Bids or Contract award decisions may result in the rejection of its Bid, in addition 
to the legal action which may be taken by the Procuring Entity under the Act and the Rules. 

11.0 Information relating to the examination, evaluation, comparison, and post-qualification of Bids, and 
recommendation of contract award, shall not be disclosed to Bidders or any other persons not 
officially concerned with such process until information on Contract award is communicated to all 
Bidders. 
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12.0 To assist in the examination, evaluation, comparison and qualification of the Technical or Financial 
Bids, the Bid evaluation committee may, at its discretion, ask any Bidder for a clarification regarding 
its Bid. The committee’s request for clarification and the response of the Bidder shall be in writing.  

13.0 Any clarification submitted by a Bidder with regard to his Bid that is not in response to a request by 
the Bid evaluation committee shall not be considered.  

14.0 The determination of qualification of a Bidder in evaluation of Technical Bids shall be based upon 
an examination of the documentary evidence of the Bidder’s qualifications submitted by the Bidder 
and in accordance with the qualification criteria indicated in Qualification and Evaluation Criteria. 
Factors not included in Qualification and Evaluation Criteria shall not be used in the evaluation of 
the Bidder’s qualification. 

15.0 The bidder has to submit the CHECKLIST enclosed as ANNEX-I duly signed and stamped by filling 
the required fields and should submit the relevant /required documents. 

16.0 The Bid evaluation committee shall have full powers to undertake negotiations where it deemed 
necessary. Negotiations may, however, be undertaken only with the lowest Bidder(s) only.  

17.0 Award Criteria 
17.1 JMF will award the contract to the successful bidder whose bid has been determined to be 

substantially responsive and has been determined as the lowest evaluated bid. 
17.2 JMF may award one single contract or more than one contract to the successful bidder at 

JMF’s discretion. 

18.0 Signing of Contract: Within 07 days from the receipt of the Purchase Order, the successful 
bidder shall return the duplicate copy of the Purchase Order, duly signed and sealed. 

19.0 Rights Reserved by JMF: JMF does not bind itself to accept the lowest bid. JMF reserves the 
right to award the job either in part or full. JMF at its sole discretion and without assigning any 
reason thereof, also reserves the right to accept any/or reject any or all bids. 

Note: 

19.1 Deviations in commercial terms and conditions of the bid may be rejected 

19.2 The Bidder should mention the HSN/ SAC Code of each item along with the Technical Bid 
(Part I). 

19.3 GST TDS as per section 51 of CGST Act 2017 will be deducted, if applicable. 

19.4 Bidders to submit the following details along with Technical Bid (Part I): 

19.4.1 State from where the goods will be supplied/ Invoices will be made: 

19.4.2 Corresponding GST No. (of that state): ------------------------------ 

20.0 Address for Communication: 
Group Head (Purchase) 
The Jharkhand State Coop Milk Producers’ Federation Ltd 
Beside Birsa Munda Central Jail, Hotwar, Ranchi-834012, Jharkhand 
Ph.: +91-(0651) 2270046, Email: purchase@jmf.coop 
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21.0 TERMS & CONDITIONS:  

21.1 The Offers should be strictly according to JMF requirement / specification enclosed as ANNEX-II 
and /or scope of work, failing which it may not be considered. 

21.2 The bidder should provide its detail in the format enclosed as ANNEX-III, 

21.3 The RATE/OFFER should be QUOTED in the prescribed format enclosed as ANNEX-IV– 
“Financial/Price Bid”. The rate offered shall be on ‘Free Delivery at Site (F.O.R.)’ Basis to be 
delivered at following address: 

Medha Dairy Plant  
(A Unit of Jharkhand State Co-Op. Milk Prod. Fed. Ltd.), 
Beside Birsa Munda Central Jail, Hotwar, Ranchi – 834012 (Jharkhand) 

21.4 The rate to be quoted in Indian Rupees Only.  

21.5 On the quoted rates the element of Goods & Service Tax, freight/ P&F/ Octroi, discount or any 
should be clearly mentioned, failing which it will be presumed that these elements are included 
in the rates quoted for. Breakup of the price quoted should be given.    

21.6 Completion Period:  Within 04 weeks from the date of purchase order. 

21.7 Technical Specifications/ COA/Food Grade Certificate (as applicable) shall be provided with 
material along with the supply and bid documents. 

21.8 The bidder should be capable to supply the entire requirement. However, JMF reserves the right 
to engage more than one supplier for critical item & for item required in large quantity.                                    

21.9 The materials should be supplied strictly as per JMF specifications and delivery schedule.  There 
will not be any compromise on the quality of the material and material not found as per our 
specifications is liable to be rejected.  

21.10 All inspection of the material will be carried out at our concerned Hotwar Dairy Plant after receipt 
of material and our decision regarding quality will be final and binding.  In case of rejection, the 
supplier will give free replacement without any delay and objection within 15 days.  Rejected 
goods if not lifted by the supplier within 15 days of intimation, shall be disposed of by consignee 
at the cost of supplier. No claims thereafter by the supplier will be entertained.  

21.11 PAYMENT TERM: -100% payment shall be made within 30 days after receipt/installation of 
materials and submission of bills which shall be made only after physical inspection/verification 
of the products at site and quality acceptance by JMF authorized person.  

Payment shall be made through NEFT/ RTGS. 

21.12 The Bidder must provide copy of GST Certificate, PAN & Bank Details along with the quotation/ 
tender.  

21.13 On receiving orders from JMF, the supply of Product at Jharkhand Milk Federation, Ranchi shall 
be the responsibility of the supplier. The rejected material, if any, shall have to be lifted by the 
supplier at their own cost within a week time from the date of intimation from JMF. JMF shall not 
be responsible for any deterioration due to delayed lifting of the rejected material by the supplier.   

21.14 The Offer/Bid document submitted by a tenderer shall become the property of the Federation and 
the Federation shall have no obligation to return the same to the tenderer.  
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21.15 Dispute/ Arbitration & Final Authority. 
21.15.1 Bid Rejection Criteria:  

A Bid may be rejected / treated as non – responsive if: 
 The Bidder fails to send /submit the Earnest Money Deposit (EMD) amount within the 

bid due date. 
 The Bidder does not meet the Eligibility or Pre-Qualification / Technical criteria and / or 

non-submission of documents specified. 
 The deviations from the terms mentioned in the document affects in any way of scope, 

quality and performance. 
 Conflict of Interest between the Bidder and the JMF is detected at any stage  
 Tender/ Bid document is unsigned and incomplete in any aspect. 
 Bid validity is shorter than the required period 

21.15.2 Disputes:  

The Federation (JMF) and the bidder shall make every effort to resolve any dispute / 
disagreement in connection with the bid amicably by direct negotiation. However, the 
decision of managing Director, JMF will be final & binding in case the disagreement or 
dispute if not resolved by mutual negotiation. 

Legal dispute if any, concerning to this supply shall be subject to such courts as Exercising 
Civil Jurisdiction over Ranchi 

21.16 The tender document submitted by a tenderer shall become the property of the JMF and JMF shall 
have no obligation to return the same to the tenderer. 

 
 

Managing Director 
The Jharkhand State Co-Op. Milk 

Producers’ Fed. Ltd. 
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ANNEX- I - CHECKLIST 
TO BE SUBMITTED BY THE BIDDER ALONG WITH TECHNICAL BID (*) 

(*) Checklist is Mandatory to fill and attached with technical Bid. 
Sr. 
No. 

Particulars: Submitted 
Yes/No 

Details/ Remarks  

A. Requirements 

1. 
EMD (Bid Security) submitted in original DD or 
payment through NEFT/RTGS    

Details: 

2. Tender Fee submitted in original DD or payment 
through NEFT/RTGS 

  
 

3. The bidder is: A Manufacturer  
                         An Authorized Supplier/ Dealer 

  

 
 
(Please tick  accordingly and submit the 
supporting documents) 

4. 
The Bidder is in same name & stylein similar 
business at least for three (03) years at the time of 
bid opening i.e; 03 March 2023 

  (Copy of PO/WO/ supporting documents 
to be submitted) 

5. 
The bidder has valid registration under various act 
that may be applicable for the supply/contract 
proposed 

  
 

6. 

The bidder’s financial Turn-Over in the same name 
& style during each of the last three financial years 
(2019-20, 2020-21 & 2021-22) is not less than Rs. 
3.50 Lakh 

  

2019-20: 

2020-21: 

2021-22: 

 (Relevant documents to be submitted) 

7. 

Copies of Audited Balance Sheet and P&L A/c for 
the last 3 Financial Years (FY 2019-20, FY 2020-21, 
FY 2021-22) for income tax purpose. (If not 
audited, to be certified by CA) 

  

 

8. 
Copy of TDS certificate issued by the client to 
substantiate the claim for the value of works 
executed in the private sector. 

  
 

9. 
Copy of form 26AS for the last three financial 
years.   

 
B.  Another document to be submitted: 

i). GST Registration Certificate     
ii) PAN Copy    

iii) Cancel Cheque    
iv) Any other Certification/ License (if any)    

v) List of Clients    

Date:  

Place:            
 (Signature &Stamp of the Bidder) 
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ANNEX- II 
Technical Specifications of Equipments/ Instruments 

1. Hot Air Oven – 

Name of equipment  Hot Air Oven 
Application  Estimation of moisture in samples  
Preferred Make Cole Palmer, Thermofisher, Optima, Kumar 
Sr. no. Attribute Specification 
1 Size 1. The approx. size (Width x Depth x Height) of inner chamber should 

be 600*600*600 mm. A deviation of 20 mm would be acceptable on any 
two sides, provided that volume of oven is in the range of 216+/- 15 ltrs 
2. The inner chamber of unit should be SS 304. 
3. Outer wall should be made of SS 304. 
4. Perforated trays -3 Nos. 
5. The oven shall have the arrangement to adjust the height of trays as 
per requirement. 

2 Temperature 1. Instrument shall have the micro processed digital controller cum 
indicator to maintain temperature from 5 degree C above ambient to 
250 degree C with an accuracy of +/- 0.5 degree C. 
2. The temperature uniformity should be less than +/- 2 degree C at 150 
degree C. 

3 Heater 1. Oven should have heating element from three sides.  
2. Air circulation blower should be available, preferably with an option 
of adjusting speed.  
3. Ventilators should be there.  
4. Insulation thickness should be minimum 75 mm.  
5. System should have suitable mechanism to close the doors tightly to 
avoid any leak of heat. 
6. Oven should have provision to insert the thermocouple to monitor 
the actual temperature.  

4 Power It should work under Indian environmental condition (Temperature, 
Humidity) as well as should meet electric power requirement (230 V), 
50 Hz, Single Phase. 
 

5. Warranty The unit should have minimum 1 year warranty from the date of 
installation or more as per manufacturer policy 

6. Others At the time of installation, the performance of the equipment should 
be demonstrated as per the provided specification or OEM catalogue 
whichever is better.  

The accessories required for the commissioning of the equipment shall 
be in the scope of supplier.  
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2. Hot Plate:- 

Name of equipment  Hot Plate 
Application  To heat the solutions 
Preferred Make Remi, Tarson, Cole Palmer, IKA,  

Equipment specifications 
Sr. No. Technical Feature Specification 

1 Surface size 30x45 cm approx. 

2 Operating temperature 
range degree C 

50 to 300 

3 Temperature controlling Through thermostat / digital controller with temperature 
accuracy of +/- 1 degree C 

4 Power Supply 210-230, 50 Hz, Single phase 

5 Material top surface Ceramic, / SS 

6 Others At the time of installation, the performance of the 
equipment should be demonstrated as per the provided 
specification or OEM catalogue whichever is better.  

The accessories required for the commissioning of the 
equipment shall be in the scope of supplier.  

3. Flame photometer: - 

Name of equipment  Flame Photometer 
Application  Measurement of Sodium and Potassium content in samples 
Preferred Make Systronic, Electronic India, Cole Palmer, Analab, BSR technologies, 

Equipment specifications 
Sr. No. Parameter Description 

1 Unit of measurement Results should be displayed in 'ppm'. 

2 Range of measurement Could measure Na, K in the range of : 1-100 ppm or higher 

3 Resolution Minimum 0.1 ppm or lower 

4 Linearity 3% or lower 

5 Reproducibility Less than 2% coefficient of variation ( CV ) for 20 
consecutive standard of 10 ppm Na. “Curve fitting 
Accuracy” : less than 2% error for 3 ppm Na/K. 

6 Calibration Minimum 5-point calibration facility should be present in 
the instrument. Relevant set of chemicals standards for 
calibration of equipment should provide by bidder. 
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7 Detector  Silicone photodiode or equivalent or better detection 
system 

8 Auto flame detection Facility should be present in the system 

9 Ignition system  Manual or automatic ignition 

10 Flame system  LPG/PNG & Dry Oil Free Air 

11 Gas control Gas control system should be present. 

12 Filter selection Provision for filter selection should be available 

13 Atomiser Axial Flow Type 

14 Display Alphanumeric LCD display or Digital LED display 

15 Power Supply Standard Indian household single phase 

16 Air supply unit Instrument should supply with air supply unit, which 
include the following: Oil free air compressor with air 
filter, Pressure regulator, Pressure gauge, PU tube: 
minimum 2 meter length, Mini air tank  

17 Data storage System shall be able to store data of at least 400 analysis 
with relevant information on sample ID, Calibration, time, 
date and results. 

18 Accessories to be provided Accessories should be provided- Two filters ( Na & K ), 
calibration standards ( as indicated at Sr. No. 6 ), Air supply 
unit ( described in sr no. 16 ), Atomizer Tube, gas Lighter, 
sample Beaker ( Min 5 in Nos ), USB interface cable, LPG 
Tube, Air Line PU Tube, Power Cord etc. All the 
accessories required for smooth installation.  

Demonstration and Operation of the equipment for above 
application should be provided 
 

19 Others At the time of installation, the performance of the 
equipment should be demonstrated as per the provided 
specification or OEM catalogue whichever is better.  

The accessories required for the commissioning of the 
equipment shall be in the scope of supplier.  

4. UV VIS Spectrophotometer: - 

Name of equipment  UV VIS Spectrophotometer 
Application  Estimation of samples 
Preferred Make Systronic(Type117), Perkin Elmer, Agilent, Shimadzu, Thermofisher, Labtronics, 

Labman 
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Sr. No. Specification- UV VIS Spectrophotometer 

1 The wavelength range of the instrument should be 200-1100 nm 

2 The bandwidth should be 2 nm, wavelength resolution should be 0.1 nm 

3 Instrument must have PMT detector 

4 Instrument should have single monochromator 

5 Instrument should have double beam  

6 Light source should be Deuterium and Tungsten 

7 Stray light should not be more than 0.008% T at 220 nm and 0.005% at 370 nm 

8 Wavelength accuracy should be 0.3 nm for entire region 

9 The wavelength repeatability/reproducibility should be 0.05 nm 

10 Photometric noise of instrument should be 0.00014 Abs or lower at 500 nm 

11 Photometric accuracy should be 0.003 Abs or higher at 0.5-1.0 Abs 

12 Photometric repeatability/reproducibility should be lesser than 0.003 Abs at 0.5-1 Abs 

13 The system should have wavelength scanning speed of minimum 3000 nm/min 

14 The system should contain automatic baseline correction 

15 The spectrophotometer should have separate cell holder for sample and blank 

16 Spectrometer should have standard warranty for 1 year from the date of installation. The 
vendor should provide the AMC charges separately for next 4 years along with the offer. 

17 The system should be offered with a branded computer suitable for equipment application 
along with laser jet duplex printer. The system should be supplied along with compatible 
software. 

18 Two pair of quartz cuvette of 10 mm sizes along with cuvette and Pipette (1 ml ) 

19 Training shall be provided on the various performance verification criteria as per manufacturer 
SOP/USP/IP to the end user. 

20 At the time of installation, the performance of the equipment should be demonstrated as per 
the provided specification or OEM catalogue whichever is better.  

The accessories required for the commissioning of the equipment shall be in the scope of 
supplier.  

5. Electronic Balance: - 

Name of equipment  Electronic Weighing Scale 
Application  Weighing of total solids estimation 
Preferred Make Mettler Toledo, Sartorious 

Equipment specifications 
Sr. No. Parameter Description 

1 Weighing capacity 3.2 kg or above Up to 5 kg 

2 Readability less than equal to 0.01g 

3 Repeatability less than equal to 0.01 g 

4 Linearity less than equal to 0.02 g 
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5 Settling time less than equal to 2 sec 

6 Display  LED 

7 Minimum sample 
weight 

less than equal to 20 mg 

8 Weighing platform 
dimension 

180 x 180 mm 

9 Body Solid metal base 

10 Sensitivity temperature 
drift  

less than equal to 3 ppm/ degree C 

11 Other Requirements Overload protection upto 100 Kg 

Front feet leveling for easy operation and verification 

Internal adjustment 

RS 232 interface port with printing features 

12 Others At the time of installation, the performance of the equipment 
should be demonstrated as per the provided specification or OEM 
catalogue whichever is better.  

The accessories required for the commissioning of the equipment 
shall be in the scope of supplier.  

6. Muffle Furnace:- 

Name of equipment  Muffle Furnace 
Application  For analysis of ash and carbon content in samples 
Preferred Make Kumar Sales, Tempo, Toshiba, Cole Palmer 

Equipment specifications 
Sr. no. Parameter Description 

1 Power Supply 200-240 V, 50 Hz 

2 Temperature range 200 degree C to 900 degree C or higher 

3 Dimensions  The minimum size (15*15*30) ( Width *height * depth) cm of inner 
chamber.  

4 Temperature control 
accuracy 

+/- 5 degree C or better 

5 Temperature 
uniformity 

+/- 5 degree C or better 

6 Heating element  shall be made of high quality Nichrome / kanthal or better material  
( suitable evidence to be submitted). The heating element should 
be wounded on the muffle   chamber to ensure temperature 
uniformity. Heating element should be wounded with high grade 
insulation material.  

7 Display  It should have digital LED/LCD display to show actual and set 
point temperature. 

8 Safety Energy regulator to control heating elements for extra heating and 
safety of equipment should have the facility to give electronic 
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alarm/warning in case of temperature overshoot of more than 10 
degree C than the set temperature. 

9 Control system  The unit should have PID microprocessor with CE mark. 

10 Material The inner chamber should be ceramic pot and outer shell of CRCA 
sheet 

11 Timer The equipment should be offered with digital timer facility 
adjustable to 0 to 900 minutes or more to automatically shut down 
the equipment after the user set time. 

12 Other requirements The unit should work under Indian Environmental conditions 
(Temperature, Humidity). It should meet electric power 
requirements ( 230 V ) and should be supplied with suitable power 
cable and plug top 

The unit should have minimum 1 year warranty from the date of 
installation. 

The firm shall submit necessary catalogues and product data sheet 
along with the offer. The bidder has to provide IQ/OQ and PQ 
documents. 

13 Other At the time of installation, the performance of the equipment 
should be demonstrated as per the provided specification or OEM 
catalogue whichever is better.  

The accessories required for the commissioning of the equipment 
shall be in the scope of supplier.  

7. Analytical Balance – 

Name of equipment  Analytical Weighing Scale 
Application  Weighing for various laboratory analysis 
Preferred Make Mettler Toledo, Sartorious 

Equipment specifications - Analytical Weighing Scale 
Sr. no. Parameter Description 

1 Weighing capacity Up to 220 g 

2 Readability less than equal to 0.1mg 

3 Repeatability less than equal to 0.1mg 

4 Linearity less than equal to 0.2 mg 

5 Settling time less than equal to 2 sec 

6 Display  LED 

7 Minimum sample weight less than equal to 20 mg 

8 Weighing pan dimension 90+/-5 mm 

9 Body Solid metal base 

10 Sensitivity temperature drift  less than equal to 2 ppm/ degree C 

11 Other Requirements Overload protection upto 100 Kg 

Front feet leveling for easy operation and verification 

Internal adjustment 
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RS 232 interface port with printing features 

12 Accessories 1 set of 3 certified weights to verify the balance in the 
working range to be offered, i.e. 20 mg, 20g and 200g or in 
any alternate suitable ratio, per site. 

13 Others At the time of installation, the performance of the 
equipment should be demonstrated as per the provided 
specification or OEM catalogue whichever is better.  

The accessories required for the commissioning of the 
equipment shall be in the scope of supplier.  

8. Distillation Unit -capacity 2.5 ltr/hour 

Name of equipment  Water distillation unit 
Application  Water distillation for preparation of chemicals and other lab uses 
Preferred Make  Borosil, Durasil, JSGW, Glassco 

Equipment specifications - Distillation Unit 
Sr. no. Parameter Description 

1 General The distillation unit shall be fitted in vertical position in 
suitable metal frame ( rust proof ) to be placed on the table. 
Frame may have necessary features for wall mounting 
depending upon the requirement. 

2 Output capacity More than 2.5 Ltr/Hr 

3 Biological activity Pyrogen free 

4 Electrical requirements 220-250 volts, single phase 

5 Other requirements System to be supplied with suitable safety cut device for 
automatically switching of heater, when water level falls 
below the heating coil or overheating.  
A suitable tank made up of glass / PP should be offered for 
collection and withdrawal of distilled water through 
knob/other suitable arrangement from the tank. 

6 Others At the time of installation, the performance of the 
equipment should be demonstrated as per the provided 
specification or OEM catalogue whichever is better.  

The accessories required for the commissioning of the 
equipment shall be in the scope of supplier.  

9. Water Softner 

Name of equipment  Water softner 
Application  Softening of hard water 
Preferred Make Aquarious, Kent 

1. Softness the hard water and provides good quality water for use in laboratories. 
2. Remove all the calcium and magnesium ions in hard water and the soft water thus obtained liquid has 

hardness less than 5 ppm as CaCo3. 
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10. pH meter – 

Name of equipment  pH meter 
Application  Analysis of pH 
Preferred Make Metrohm/ Hach/ Metler Toledo/ Thermo Fisher 

Equipment specifications  
S. No. Parameter Description 

1 Power requirement 200-240 V, 50Hz 
2 pH range 0 to 14 
3 pH resolution Minimum 0.01 pH  
4 pH accuracy  Minimum 0.02 pH at room temperature 
5 Operating temperature range 0 to 50 degree C or better 

6 Temperature accuracy +/-0.1 degree C or better. System shall be able to do 
automatic temperature compensation 

7 mV range  -500 mV to +500 mV or better  
8 mV resolution  1 mV or better 
9 mV accuracy +/- 1 or more 
10 Power Supply  Inbuilt adapter cum charger  
11 Calibration Automatic buffer calibration at pH 4, 7, & 10 or more 
12 Display LCD or LED display 
13 Data Storage  Internal memory storage with print features 
14 Readability 0.001 pH 
15 Additional requirements 1) Calibration check facility & calibration error indication 

for 4.00, 7.00 and 10.00 pH 
2) Shall supply following along with each equipment 
electrode: Electrode ( 2 nos ) 
Certified standard buffer solution ( pH 4.0, 7.0, 10.01 x 
50ml ( 2 nos. ) for each pH, or pH 4.0, 7.0, 10.01 x 100 ml ( 
1 no ) for each pH), KCl solution ( 100 ml ) + Standard 
electrode holder + AC/DC Adaptor with each pH meter 

16 Spares and consumables Necessary spares and consumable required for 
commissioning of equipment shall be provided by bidder 

17 Other At the time of installation, the performance of the 
equipment should be demonstrated as per the provided 
specification or OEM catalogue whichever is better.  
The accessories required for the commissioning of the 
equipment shall be in the scope of supplier.  

 
11. EC Meter- 

Name of equipment  Digital Conductivity Meter 
Application  To Check the conductivity of sample / Distilled water for distillation efficiency 
Preferred Make Metrohm/ Hanna/ Metler Toledo/ Thermo Fisher  

Equipment specifications 
Sr. No. Parameter Description 
1 Power Supply Instrument should be capable of running on standard 

Indian power supply of 230/240V, 50 Hz, Single phase 
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2 Range 0.1 micro Siemens/cm to 200 milli Siemens / cm or 
better. 

3 Resolution 0.01 micro Siemens 

4 Accuracy +/- 0.5% of reading 

5 Cell constants  0.001 to 10 

6 Calibration Calibration by user should be possible 

7 Temperature resolution 0.1 degree Celsius 

8 Reference temperature The instrument should have facility of selecting 
references temperatures of 20 or 25 degree with linear 
temperature compensated conductivity readings 

9 Data logging The instrument should be capable of storing minimum 
50 results with date and time record 

10 Conductivity probe conductivity probe to estimate above indicate range shall 
be provided. 

11 Conductivity Standards Necessary conductivity standards for calibration in 
above range/ verification of the instrument should be 
provided.  
-100+/-20 Micro Siemens/cm - minimum QTY 300 ml 
distributed in small packing volumes. 
-1400 +/- 120 Micro Siemens/cm – minimum QTY 300 
ml distributed in small packing volumes. 
-13+/-1 Micro Siemens/cm – minimum QTY 300 ml 
distributed in small packing volumes. 

12 TDS Feature TDS range- 0.1 ppm-100 ppm 
TDS resolution - 0.01 ppm -0.1 ppm 
TDS Accuracy- +- 1% of full scale 

13 Other features 1. Equipment should be supplied with electrode arm and 
holder. 
2. The instrument display language should be either 
Hindi or English. 
3. Equipment should be splash resistant. 

14 
 

Other At the time of installation, the performance of the 
equipment should be demonstrated as per the provided 
specifications or OEM catalogue whichever is better.  

The accessories required for the commissioning of the 
equipment shall be in the scope of supplier.  

15 Warranty 2 years from the date of installation 
 

12. Hot Plate With Magnetic Stirrer- 

Name of equipment  Hot plate with magnetic stirrer 
Application  Heating or Stirring of Solutions 
Preferred Make IKA/ Cole Palmer/ Tarson/ Remi/ Borosil/ JSGW 

Equipment specifications 
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Sr. no. Technical Feature specification 
1 No of Stirring position 1 

2 Stirring quantity (L) minimum 5 Litre 

3 Display monitoring of Set and actual temperature / speed 

4 Operating speed range up to 1200 RPM 

5 Stirring Bar Length (mm) As per manufacturer design 

6 Heating temperature range 
(degreeC) 

Min. 50 to 320  

7 Heat control accuracy +/- 1 degree C 

8 Ext. temperature sensor Provision for external temperature sensor should be 
available 

9 Set up plate material Ceramic / Stainless steel 

10 Set up plate dimensions (mm)  180x180 (+/- 15 mm) or diameter of 160 (+/- 5 mm ) 

11 Stirrer Min. Four Stirrers of suitable size to be offered 

12 Voltage ( V ) 210- 230, 50 Hz, Single phase 

13 Other At the time of installation, the performance of the 
equipment should be demonstrated as per the 
provided specifications or OEM catalogue 

The accessories required for the commissioning of 
the equipment shall be in the scope of supplier.  

13. Rotary shaker- 

Name of equipment  Rotary shaker or Orbital shaker 
Application  Shaking of solutions 
Preferred Make Remi, Orbital 

Equipment specifications 
Sr. No. Parameter specification 

1 Voltage 220-240V 
2 Rotation speed 80-800 rpm, 
3 Holding capacity Upto 500 ml 

4 Weight carrying capacity Upto 15 Kg 

4 Platform Dimension About 24 inch *24 inch Stainless Steel plate 
5 Speed Indicator Digital. 
6 Digital Count Down Timer 99 minutes 
7 Shaking orbit  10 mm 
8 Speed controller Rotary knob 
9 Other At the time of installation, the performance of the 

equipment should be demonstrated as per the 
provided specifications or OEM catalogue 
The accessories required for the commissioning of the 
equipment shall be in the scope of supplier.  
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ANNEX- III 
Bidder’s Profile/ Detail 

No Details 
1 Name of Vendor/ Bidder  

2 Address Of Registered Office  

 

 

3 Address Of Factory/ Works  
 

4 Name of Contact Person  

5 Contact Nos.  

6 Email ID:  

7 Type Of Firm : Ltd Co/ Pvt. Ltd. / 
Partnership/ Proprietor 

 

8 Nature Of Firm:  Manufacturer/ Traders / 
Autho. Dist. / Dealer 

 

9 Year Of Establishment  

10 Name Of Product, you Deal Please, Specify in separate sheet (As per below Format) 
S. No Item Description (Shortly) Make/Brand 
1.   

2.   

11 G.S.T. No & Reg. Date  

12 PAN No & Date  

13 Turn Over Of last 3 Year (Rs.) 1.                            2.                                    3.                              

14 If You have maintained any quality 
standard (Pl. Specify) 

 

15 Name Of Clients (If required, Pl. Specify in 
separate sheet 

1.                               2.                                 3.                                                   

15 Min. Lead Time Required (Days)  

17 Bank Details 
Name of Bank    : 

Branch Address: 

Account No.        : 

IFSC Code            : 

1 Documents to Be Attached 1. Copy of Registration + PAN Copy + GST Regn. 
2. ISO Certificates3. Autho. Dealership           
4. Fin. Statements 
5. Product Brochures 6.  Copy of PO’s (Min.5)      

 
 

 

 
Seal & Sign. OfVendor 
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ANNEX-IV : (Financial /Price Bid Format) 
          Offer date: _____/_____/2023 

Name of Bidder: ………………………………………………………………          

a. b. c. d. e. f. g. h. i. j. k. 

Sl.No
. 

Description 
Qty 

(No.)  

Item Rate 
per Unit 

(INR) 

Brand/ Make 
Offered 

P&F, Freight, 
Insurance Cost / 

Unit (INR) 

Installation 
Rate / Unit 

(INR) 

GST 
(INR)   

Total Amount 
per Unit (Rs.) 
(d+f+g+h)*c 

Std.  Warranty/ 
Guarantee 

Period  
(In Months) 

Post Warranty 
Maintenance Charge 
(INR) (For 02 years) 

for the item 
wherever applicable 

(Optional)   Supply/Installation 

1 Hot air Oven  01   
 

    
  

2. Hot Plate  01  
 

    
  

3. Flame photometer  01  
 

    
  

4. 
UV VIS 
Spectrophotometer  01  

 
    

  

5. Electronic Balance  01  
 

    
  

6. Muffle Furnace  01  
 

    
  

7. Analytical Balance  01  
 

    
  

8. 
2.5 Liter per hour 
Capacity Distillation 
Unit   

01  
 

    
  

9. Water Softener  01  
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10. PH meter  01  
 

    
  

11. EC meter  01  
 

    
  

12. 
Hot Plate with 
Magnetic Stirrer  

01  
 

    
  

13. Rotary shaker  01  
 

    
  

 
Total (Rs.) =  

 
P&F, Freight, Insurance, Installation(Rs.) =  

 
GST (Rs.) =   

 
Grand Total * (Rs.) =  

*The Grand total value should include P&F, Freight/transport, Insurance GST etc. delivered at Site. 
 

Total Amount (In Words) : INR____________________________________________________________________ . 

I / We hereby declare that the information furnished above is true and correct and agree to supply the above goods /materials in accordance with the scope, T&C and 
specifications mentioned in the bid document. 

 

Thanking you,  
Date:  

Place:  

(Signature &Stamp of the Bidder)     
        


